
In Vivo Evaluation of Inter，・operatorReproducibility of Digital Dental and Conventional Impression 

Techniques 

Emi Kamimura1, Shinpei Tanaka1, Masayuki Takaba1, Keita Tachi1, and Kazuyoshi Baba1 

1Department of Prosthodontics, Showa University School of Dentistry, Tokyo, Japan. 

Short Tittle: In Vivo Evaluation of Inter，闘operatorReproducibility of Digital Dental Impressions 

'Corresponding anthor 

E四 mail:kazuyoshi@dent油owa-u.ac.jp(KB) 

E-mail: emi.413@dent.showa-u.ac.jp (EK) 

明Theseauthors contributed equally to this work. 



Abstract 

Purpose: The aim of this study w田 toevaluate and compare the inter-operator reproducibility of three-

dimensional (30) images of teeth captured by a digital impression technique to a conventional impression 

technique in vivo 

Materials and Methods: Twelve subjects with complete natural dentition were included in this study. A digital 

impression of the mandibular molars of these subjects was made by two operators with different levels of 

clinical experience, 3 or 16 years, using an intra-oral scanner (Lava COS, 3M ESPE). A silicone impression 

also was made by the same operators using the double mix impression technique (lmprint3, 3M ESPE). 

Stereolithography (STL) data were directly exported from the Lava COS system, while STL data of a plaster 

model made仕omsilicone impression were captured by a three-dimensional (30) laboratory scanner (0810, 

3shape ). The STL datasets recorded by two dif百erentoperators were compared using 30 evaluation software 

and superimposed using the best-fit-algorithm method (least-squares method, PolyWorks, InnovMetric 

Software) for each impression technique. Inter-”operator reproducibility as evaluated by average discrepancies 

of corresponding 30 data was compared between the two techniques (paired t test, p<O目05).

Results: The visual inspection of superimposed datasets revealed that discrepancies between repeated digital 

impression were smaller than observed with silicone impression. Confirmation was forthcoming from 

statistical analysis revealing significantly smaller averaged inter-operator reproducibility using a digital 

impression technique (0.014土 0.02mm) than when using a conventional impression technique (0.023土 0.01

mm,pく0.05).

Conclusion: The results of this in vivo study suggest that inter-operator reproducibility with a digital 

impression technique may be better than that of a conventional impression technique and is independent of the 

clinical experience of the operator. 



Introduction 

A significant change taking place this century is the introduction of digital technology into dental practice; 

“Digital Dentistry”is becoming more prevalent each year目 Recently,digital impression techniques with three-

dimensional (3D) intra-oral scanners have been attracting a仕entiongaining in popularity around the world[!]. 

These intra-oral scanners capture digital images of the dental arches and record occlusal relationships which 

can directly be used for computer aided design (CAD) and manufacture (CAM) of a dental prosthesis [2-5]. 

Intra-oral scanners have the potential to replace conventional impression materialsおrseveral reasons [6-1 OJ. 

For example, in contr田tto conventional impression techniques, their application clearly simplifies workflow 

and makes the impression procedure e出 ierand visible for dentists, dental technicians and patients [ 4ふlI, 12]. 

Furthermore, this method avoids inaccuracies linked to the conventional impression technique, since silicone 

impression materials are prone to dimensional changes because of on-going chemical reactions and dental 

stone expands because of secondary reactions. These dimensional changes may result in misfit of a dental 

prosthesis. In contrast, direct digital scanning of teeth is theoretically not associated with such changes. In 

fact, several laboratory-based studies report excellent dimensional accuracy and precision of digital 

impressions when compared with conventional imp悶ssionsin vitro [11,13-17]. However, accuracy and 

precision of the impression may be influenced by various clinical白ctors,such as the difference in the 

operator's skill or the patients’condition, which can only be evaluated by in vivo studies. To date, no in vivo 

study investigating the accuracy of this impression technique has been repo吋ed.Accuracy can only be 

evaluated in comparison, preferably with a gold standard; which is not easy to establish in the oral cavity. 

Regarding precision, there is only a limited number of in vivo studies in the literature [ 18, 19] and no study has 

systematically investigated tinter-operator reproducibility of a digital impression technique. 

Therefore, this study focused on the inter-operator reproducibility of 3D morphological data captured by a 

digital impression technique and compared the data to those captured as a result of a convention impression 

technique in vivo. The null hypothesis of this study was that there is no difference between the inter-operator 

reproducibilities of the 3D morphological data captured by the tested impression techniques. 



Materials and Methods 

Subjects and settings 

Twelve subjects with a complete natural dentition were included in this study (6 males, 6 females; mean 

age 26.6土2.0years). Impressions of the mandibular right second premolar and the first and second molars of 

these subjects were made by two operators with differing levels of clinical experience; one had 3 years of 

clinical experience (novice dentist) and the other had 16 years clinical experience (experienced dentist). For 

each subject, each operator employed 2 different techniques, an intra-oral scanner or silicone impression 

material. All impressions procedures were made in a controlled environment with a room temperature of 

24.5土0.9"Cand humidity of 30.2土1.7%.In total, forty-eight impressions were made (n=l2). The study 

protocol w田 approvedby the Ethics Committee of Showa University (#2013-011). 

Digital impression 

An intra-oral scanner (Lava COS, 3M ESPE, Germany) was used to make digital impressions. In 

accordance with manufacturer’s instructions, a dusting powder (Lava COS Powder, 3M ESPE, Germany) was 

used to pre-treat the surface of the teeth and then digital optical scanning was performed in one continuous 

scan without any pausing and resuming目 Stereolithography(STL) data obtained by digital scanning were 

directly exported from the Lava COS system and stored in the laboratory computer (Fig 1 ). 

Fig 1. Flow chart demonstrating experimental design of the study. 

Conventional impression 

Conventional impressions were made with a vinylpolysiloxane silicone impression material (addition 

silicone) (Imprint4, 3M ESPE, Germany) using a double mix impression technique and standard metal stock 

trays (New IN Toothed all jaw tray, DENSPLY, Japan), which had been carefully chosen to ensure adequate 



spaceおrimpression material. A宜era 2-minute se世ingtime, impressions were removed合omthe oral cavity, 

disinfected for 10 minutes and stored for 3 hour at room temperature and ambient humidity. Plaster models, 

abricated with dental stone (New Fujirock Type IV, GC, Japan) according to manufacturer’s instructions, were 

then scanned with a dental CAD/CAM 3D laser scanner (D810, 3shape, Copenhagen, Denmark) using the 

highly accurate protocol for scanning large o~リects. Scan data were expo口edin the STL data format and stored 

in the laboratory computer (Fig 1 ). 

Analysis of 3D dataset 

First, 3D images constructed from STL data were displayed and trimmed to the tooth shape and gingival 

margin using appropriate so抗ware(PolyWorks, InnovMetric Software, Quebec, Canada). These trimmed STL 

data obtained from novice and experienced dentists were loaded onto a 3D evaluation so抗wareplatおrmand 

superimposed using the best-fit-algorithm method (least-squares method) to match 2 surfaces [17, 18]. The 

STL data from the novice dentist was set as the reference dataset, while those from the experience dentist w出

the test dataset. Discrepancies between the test and reference data sets were analyzed for each impression 

technique. The so抗warecalculates the direction and closest distance of each vertex of the polygon of the test 

data to the triangle surface of the corresponding polygon of the reference data set. This verification method is 

routinely used in the industrial field [21-23]. Color mapping of the inter-operator discrepancy for each 

corresponding measurement point was also displayed for visual inspections [24-27]. The averaged 

discrepancies of all measurement points in absolute values were calculated and compared between the 2 

techniques for each subject. In addition, the averaged discrepancies for all 12 subjects were also compared 

between the 2 techniques (paired t test, p<0.05). 

Evaluation of Laboratory Scanner 

In order to evaluate the precision of the laboratory scanner, which may influence on the precision of 

scanned data, laboratory scanning of a cast model was repeated 5 times and the acquired I 0 data set pairs were 

compared using the best-fit-algorithm田 describedabove. 



Results 

The averaged discrepancy data for every su吋ectcalculated by using the best”fit-algorithm method are 

summarized in Table I. Approximately 77,000 polygon points and 9,000 points were obtained世omthe STL 

data for the digital and silicone impressions, respectively. 

Fig 2 shows color mapping of the inter-operator discrepancy between the STL data obtained for each 

technique (Subject a). Visual inspection of the color mapping data suggests demonstrated a smaller 

discrepancy between repeated measurements by the 2 operators for the digital impression technique than for 

the conventional impression technique. In addition, 30 images were divided into 12 regions as shown in Fig 3 

and the region with the largest discrepancy visually identified (Subject b). The largest discrepancy w田

frequently found on the lingual surface of the second molar for the conventional impression technique (8 out 

of 12 subjects), while no such trend was found for the digital impression technique (Fig 3). 

Fig 4 shows the distribution of the discrepancies between the two operators for each technique (Su吋ecta). 

The distribution for the digital impressions was well concentrated on zero compared the distribution observed 

with the conventional impression technique. The averaged discrepancies of all me田 urementpoints in the 

absolute value was lower for the digital impression technique than that for the conventional impression 

technique. These trends were consistently found independent of su句ectI) .Overall, the averaged inter-operator 

discrepancy for the 12 subjects with the digital impression technique (0目014士0.02mm) was significantly 

smaller than that of the conventional impression technique (0.023土 0.01mm, p< 0.05) (Fig 5). 

Regarding the p問cisionof the laboratory scanner, the averaged precision of I 0 pairs of measurements w田

0.019土0.005mm. 

Fig 2. Color mapping for each measurement point (Subject a). A. Digital impression technique. B. 

Conventional impression technique. As shown in this figure, the discrepancy between two repeated 

me出 urementsfor the conventional impression technique was consistently larger than recorded with a digital 

impression technique. 



Fig 3. The 3D images were divided into 12 regions and the region with the largest discrepancy was 

visually identified. A. Digital impression technique. B. Conventional impression technique. The largest 

discrepancy was most frequently found in the lingual surface of the second molar (Red rectangle) using a 

conventional impression technique. 

Fig 4. Distribution of dimensional discrepancies between repeated measuremen臼 bythe 2 different 

operators for each impression technique (Subject a〕.Distribution of discrepancy concentrated on zero for 

the digital impression technique when compared with the conventional impression technique. 

Fig 5. Averaged inter-operator discrepancy for the 12 subjects(* p<0.05) 

Table 1. The number of polygon poinお analyzedand the averaged absolute value discrepancy of all 

measurement points for each subject. 

I.Digital impression tech 

Sub.iect Mean Median 95% CI Polygon Points 

a 0.0093 0.0062 0.0094, 0.0093 87722 

b 。目。l1 0.0078 0.011, O.Qll 78972 

c 0.022 0.015 0.022, 0.021 78158 

d 。目018 0.013 0.018, 0.017 69792 

e O.Ql5 0.011 0.015, O.Ql5 81199 

f 0.013 0.011 0.013, 0.013 83020 

g 0.016 0.012 。目016,0.016 77710 

h 。目015 0.010 。目015,0目015 72192 

O.Ql 1 0.0069 0.011, 0目。l1 82013 

。目013 0.0091 0.013, 0.013 75312 

k 0.013 0.0094 0.013, 0.013 76118 

0.017 0.011 0.017, 0.017 64272 

(mm) 



II .Conventional impression technique 

Subject Mean Median 95% CI Polygon Points 

a 0.023 0.014 0.023, 0.022 9144 

b 0.018 0.013 0.019, 0.018 8998 

c 0.032 。目022 0.033, 0.032 9578 

d 0.014 0.0089 0.015, 0.014 7488 

e 0.025 O.Dl8 0.026, 0.025 9268 

f 。目027 。目021 。目028,0.027 10412 

g 0.032 0.020 0.033, 0.031 8564 

h 0.023 0.015 0.024, 0.022 8193 

l 0.017 0.011 0.018, 0.017 10238 

0.024 0.019 0.025, 0.024 7543 

k 0.023 0.015 0.024, 0.022 8912 

0.017 0.011 0.017, 0.016 7591 

(mm) 

Discussion 

Main finding 

These results of this study lead us to r吋ectthe null hypothesis of this study that “there is no di百erence

between the inter-operator reproducibilities of the 3D morphological data captured by the tested digital 

impression and conventional impression techniques”More specifically, the study results suggest that inter-

operator reproducibility of the digital impression technique is higher than that of the conventional impression 

technique. 

Merit of digital impressions 

The merits of digital direct scanning techniques over conventional impression techniques have been well 

documented as described in the introduction section目 Oneof the most clinically important benefits is that a 

digital impression is not vulnerable to unavoidable inaccuracies associated with the dimensional changes of 



impression materials and dental stones that may lead to mis日tof dental prostheses. 

Accuracy and Precision 

Several laboratory-based studies report excellent dimensional accuracy and precision from digital 

impressions compared to conventional impressions m vitro [I I, 13-17]. Since the accuracy and precision of an 

impression a出 influencedby various clinical factors, i11 vivo clinical evaluations of are vital in order to 

demonstrate translation of ill vitro finding to clinical significance ill vivo. However, accuracy, which 

represents trueness, is difficult to evaluate in vivo because the real dimensions of the test subject, the gold 

standard (ISO 5725-1) [27,28], cannot be easily measured in the oral cavity of patients. Therefore, in vivo 

evaluations of accuracy are often performed by measuring the自tof final restorations [3,7,18,29,30]. Studies 

have reported clinically acceptable fit of restorations fabricated using a digital impression technique and when 

compared to restorations fabricated using conventional impressions [6,31-34]. It should be noted that these 

accuracy measurements take the entire production process of the restoration into account, but do not 

exclusively evaluate the impression procedure目 Therefore,comparison of the impression techniques 

themselves is needed. 

Precision of impression technique is best assessed by superimposing entire scanned images captured using a 

given method several times [16-18,35]. In this procedure, deviations between the images of the impression at 

each surface point are determined from computed 3D distances. Such comparison is feasible clinically; 

however, there is only a limited number of studies that have evaluated the precision of impression technique 

in vivo [19,36] and no study has systematically investigated inter-operator問producibility.Therefore, we 

evaluated the precision of the two impression techniques assuming that the precision might be affected by 

differences in accuracy. This study should be regarded as the first to accept the challenge of evaluating inter-

operator reproducibility of digital impression in a biologically clinically relevant environment. 

Study results 

The current study is best compared to the results of Ender et al. (2016) who evaluated 2 conventional and 7 

digital impression systems in 5 subjects [ 19]. They reported acceptable p悶 cisionof the digital impression 



systems in vivo and also reported significant variation in the level of precision depending upon the system 

tested目 Ourstudy results are in general agreement. A clear improvement of our study is the higher number of 

the subjects we included and that we conducted a systematic analysis of the inter-operator reproducibility. 

The la仕eris particularly clinically important because silicone impressions are notoriously sensitive to the skill 

and experience level of the clinician who is making the impression [10,12]. Of importance, our study showed 

signi日cantlybetter consistency of 30 data made from direct oral digital scanning by two different operators 

when compared with data合omsilicone impressions. Since the excellent ac叩 racyand precision of the 

laboratory scanner has been demonstrated in this study and in others, it is logical to consider that one source 

of the inconsistency of stone models made from silicone impressions is the dimensional changes of the 

materials [18,37-41]. 

Another source of error might be the difference in clinician skill level. Interestingly, the most significant 

discrepancies between repeated recordings were found on the lingual distal surface of the molar for the 

silicone impression technique. This finding illustrates well the clinical situation because this region is prone to 

contamination by saliva and dif自cultfor novice dentists to manage and make an accurate impression 

Furthermore, the distal region of second molars might not be fully covered or impression material may not be 

adequately supported by the impression tray, which propagates distortion of the impression material under the 

influence of the weight of the plaster during the pouring process. Again, theseぬctorsare influenced by the 

condition of the patient and the skill level of the operator and regarded as impactful re田onswhy the silicone 

impression technique exhibits poorer inteトoperatorreproducibility than digital impression techniques. 

However, an important finding from our study is that the improved reproducibility of digital impressions 

compared to silicone impressions, was consistent and independent of subject (Table I), suggesting that the 

principal influencing factor may be the inherent dimensional changes associated with the silicone impression 

technique. 

Study limitations 

This study exclusively investigated three natural mandibular teeth in healthy subjects. We did not 

investigate prepared abutment teeth, which could be a limitation since both shape and characteristics of a 



tooth surface may influence accuracy and/or precision of an impression technique. Another limitation might 

be that this study only tested precision of the technique, whereas clinical relevance might be evaluated by 

measuring the fit of fabricated prosth田is.We suggest future studies if preliminary studies like ours have 

demonstrated clinically acceptable inter-田 operatorreproducibility in vivo. 

Conclusion 

The result of this in vivo study suggest that a digital impression technique yields superior reproducibility 

compared to conventional impression technique. This advantage is independent of an operator’s clinical 

experience of the operator and of the oral condition of the patient. 
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